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The production process of Virus-Like Particles involves three steps:  1) recombinant VLP isolation from cell culture, 2) dissociation 
of the virus into pentamers with removal of all DNA, 3) introduction of the DNA of interest and packaging into a newly formed VLP.  
The Eclipse, an Asymmetric-Flow  Field Flow Fractionation apparatus (Wyatt Technologies), in line with a set of detectors, can 
provide simultaneous characterization of key traits of VLP. 
Shown below is data determining the molar mass, radius, and DNA/protein ratio of VLP at the three steps in its processing.  Each
detector has a specific purpose.  The Eclipse provides separation, the diode array detector determines UV spectrum of points 
across real time. The composition of the VLP, e.i. a DNA-protein complex, complicated the measurement of its concentration. We 
implemented a fluorescence detector to determine the concentration of the protein portion. The rEX, an RI detector (Wyatt 
Technologies), responds to both, the protein and the DNA. These two detectors in combination with the miniDAWN, a Multiple 
Angle Light Scattering Detector (Wyatt Technologies), provide molar mass and the radius of the VLP.

Purification of the 
recombinant VLP 
from cell culture
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The molar mass and the radius identify 
the major peak as the VLP.

The diode array analysis indicates nucleic 
acid impurities (elevated absorption at 
260ηm). The second purification step was 
implemented to remove it.

Dissociation to 
Pentamers UV Spectrum
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The majority of the sample reveals  molar 
mass corresponding to pentamers.

The spectrum shows a DNA-
free protein (low 260nm Abs.).

Re-association/
DNA Packaging

The Astra V software calculates molar 
masses of the VLP and its components, 

protein and DNA. These values are 
consistent with the predicted.

The radius corresponds 
to re-associated VLP. 
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miniDAWN rEX

Mini DAWN
Fluorescence Signal MM ≈ 18MD 

Mini DAWN
Fluorescence Signal Radius = 22ηm

MM ≈ 200kD

miniDAWN 
Fluorescence Signal

miniDAWN 
Rayleigh Ratio

R ≈ 22ηm

miniDAWN 
Rayleigh Ratio VLP Molar Mass ≈ 15,500kD

Protein Molar Mass ≈ 14,500kD
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